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Your CareCo Voyager Travel Chair

1.    Attendant push handles
2.    Padded armrests
3.    Swing away footrests 
4.    Reinforced steel cross brace
5.    Rear wheel lock
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Thank you for purchasing the CareCo Voyager 
Travel Chair. The Voyager Travel Chair has 
been designed and manufactured to meet our 
own high level of specifications and we hope 
you will be delighted with your purchase. 

The CareCo Voyager Travel Chair has been 
designed for occasional use both indoors and 
outdoors and will take a maximum user weight 
of 204kg (32 stone). It is a transit wheelchair 
and can only be operated by the wheelchair 
attendant/carer.

Wheelchair Dimensions: 67cm (Width) x 97cm 
(Length) x 90cm (Height)

Seat Dimensions: 55cm (Width) x 45cm (Depth) 
x 46cm (Height)

Folded Width: 29cm

Weight: 22kg

Maximum User Weight: 204kg (32 stone)

Tyre type: Solid tyres

Introduction

Specification



Operations

1. To open the chair, tilt to one side and push 
down on seat rails. 

2. To attach footrests, align the holes on the 
footrest arm with the pegs on the frame of 
the transport chair. 

3. To adjust the length of the footrests, loosen 
the bolt (or knob) on the telescoping tube 
shaft. Tighten securely after adjustment. 
The lowest part of the footrest should not 
be less than 2 1/2 inches from the ground 
to permit proper clearance. 

4. To remove the swing-away footrest, release 
the lock. Swing outward and rearward. 
Simply lift up and off to remove the 
footrest. 

Note: The Transport Chair should not be 
operated without the assistance of an 
attendant.



Maintenance Tips

Proper care and maintenance is important in 
order to keep your Transport Chair in good 
working condition. Be sure that your chair is in 
proper working condition at all times prior to 
use. Contact CareCo for any repairs required.

1. At least once a week, wipe chrome 
parts using a clean soft cloth. If the chair 
is exposed to moisture, dry the chair 
immediately. The metal parts of the chair 
should be polished once a month with an 
auto wax. 

2. Clean the upholstery with a mild soap 
solution, rinse and wipe dry. Worn or torn 
upholstery should be replaced promptly as 
it may not support your body weight. 

3. Inspect the wheels at least once a month. 
Correct any side play by loosening the lock 
nut on the axle, then tighten the axle just 
enough to remove side play. 

4. Solid rubber tyres require limited upkeep, 
but need to be cleaned periodically with 
a damp cloth. Solid rubber tyres need to 
be replaced if they become cracked or 
severely worn.



Safety Tips

It is important for the attendant to be familiar 
with proper assisting procedures in any
situation that requires the use of the Transport
Chair. Safety is the key consideration. Consult
your physician, nurse or physical therapist to
determine the methods most suitable for your
individual needs and abilities.

1. Before entering or leaving the chair, 
engage the dual wheel locks against the 
tyres on both rear wheels. Make sure the 
front castors are in the forward position 
before transferring into or out of the chair. 

2. Do not move forward on the seat while 
leaning forward out of the chair. If it is 
absolutely necessary to do so, make sure 
the front castors are in the forward position. 
If you are picking an object up from the 
floor, go past the object, and then go 
backwards. The castors will then swing to 
the forward position. 

3. Leaning out of the transport chair without 
proper assistance could cause tipping. 

4. Do not step on the foot plates when 
transferring, as this could cause tipping.



Warranty

Your CareCo branded product is under 
warranty to be free from defects in material 
and workmanship for one year from date 
of purchase. This warranty expresses our 
confidence in the workmanship and materials 
used for our products.

In the event of a defect covered by this 
warranty, CareCo will, at our discretion, replace 
the wheelchair or supply parts to remedy. 
This warranty does not cover device failure 
due to owner misuse or negligence, or due to 
normal wear and tear. The warranty does not 
extend to non-durable parts, such as rubber 
accessories, castors, grips and arm pads, 
which are subject to normal wear and tear and 
require periodic replacement.

If you have any queries please contact CareCo.

CareCo, Hubert Road, Brentwood, 
Essex CM14 4JE

www.careco.co.uk




