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Change #1, 39296 
On page 1-21, under Temperature Calibration (RTD) Specifications, under RTD Type 
change: 

  From:  Pt 395, 100 Ω 
  To: Pt 385, 100 Ω 

Change #2  
On page 4-7, under Zeroing the Calibrator, add the following note between the first and  
second paragraph: 

      Note 
If the 5500A is operated outside the range of tcal ± 5 ºC, then the temperature coefficient defined in the 
General Specifications, Chapter 1 of this manual, must be calculated and added to the absolute 
uncertainties. Zeroing the 5500A is still required. 

Change #3, 46025 
On page 8-10, Table 8-6. Pulse Generator Specifications, change the following: 
 From:  [2] Pulse width uncertainties for periods below 2 ms are not specified. 
 To: [2] Pulse width uncertainties for periods below 2 µs are not specified. 

  

Change #4 
On page 5-6, replace Figure 5-2 with the following: 
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Figure 5-2. Typical RS-232 Remote Control Connections 


